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Vascular scaffolding to seal giant
aneurysms: a new technique
Spontaneous rupture, ﬁstula formation, thrombosis, distal
embolisation and myocardial ischaemia are potential complica-
tions of coronary and vascular aneurysms. Several surgical
techniques have been described to treat these aneurysms: liga-
tion of the aneurysm, resection with end-to-end anastomosis,
and vascular or coronary bypass grafting. Indications to treat
coronary aneurysms remain unclear, and guidelines are not
useful for making a decision. Treatment modalities have to be
made by the clinician on a case-by-case basis. Renal and
abdominal aneurysms’ treatments are usually recommended for
aneurysms over 15 mm of diameter. Stent-assisted coil emboli-
sation has been reported for treatment of carotid and verte-
brobasilar arteries. Recently, this treatment has been described
for saccular and fusiform coronary aneurysm. We have tested
this technique in patients with peripheral (n¼2) and coronary
Figure 1 (A) Stent implantation at the site of the aneurysm. (B, CeF) Coil embolisation within the aneurysm, and ﬁnal dilatation.
Figure 2 Six months angiographic (A and B) and OCT control (CeJ) showing a perfect healing of the aneurysm, with full exclusion and coverage of
the stent’s struts as shown by OCT imaging (view CeH).
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aneuryms (n¼5) (ﬁgures 1 and 2) over the last 3 years. The
technique consists in placing a bare metal stent (scaffolding
effect) in the mother vessel using standard technique of stent
deployment. A microcatheter is then inserted in the aneurysm
through the struts of the stent, and coils are delivered via this
microcatheter. To the best of our knowledge, this is the ﬁrst
report of a small series using this technique to treat vascular and
coronary aneurysms. The procedure was uneventful in all
patients, and at 6 months, the outcome was favourable with
a full occlusion of the aneurysm and endothelialisation of the
stent as conﬁrmed by the OCT examination (ﬁgure 2).
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